The nonphysical wedge is a modality that uses computer-controlled jaw motion to generate wedge-shaped dose distributions. There are Varian enhanced dynamic wedges (EDWs) and Siemens virtual wedges (VWs). We recently commissioned dynamic wedges on both Varian and Siemens LINACs. The beam data, acquired with a Wellhöfer chamber array and a Sun Nuclear profiler, are used for modeling in the ADAC Pinnacle system. As recommended by ADAC, only a limited number of beam data is measured and used for beam modeling. Therefore, the dose distributions of dynamic wedges generated by Pinnacle must be examined. Following the commissioning of the dynamic wedges, we used Pinnacle to generate a number of dose distributions with different energies, wedge angles, field sizes, and depths. The computed data from Pinnacle are then compared with the measured data.
The nonphysical wedge is a modality that uses computer-controlled jaw motion to generate wedge-shaped dose distributions. There are Varian enhanced dynamic wedges (EDWs) and Siemens virtual wedges (VWs). We recently commissioned dynamic wedges on both Varian and Siemens LINACs. The beam data, acquired with a Wellhöfer chamber array and a Sun Nuclear profiler, are used for modeling in the ADAC Pinnacle system. As recommended by ADAC, only a limited number of beam data is measured and used for beam modeling. Therefore, the dose distributions of dynamic wedges generated by Pinnacle must be examined. Following the commissioning of the dynamic wedges, we used Pinnacle to generate a number of dose distributions with different energies, wedge angles, field sizes, and depths. The computed data from Pinnacle are then compared with the measured data.
The deviations of the output factor in all square and rectangular fields are mostly within 2.0% for both EDW and VW. For asymmetric fields, the deviations are within 3%. However, exceptions of differences more than 3% have been found in a larger field and large wedge combinations. The precision of the beam profiles generated by Pinnacle is also evaluated. As a result of this investigation, we present a scope of quality assurance tests that are necessary to ensure acceptable consistency between the delivered dose and the associated treatment plan when dynamic wedges are applied. sured data from the LINACs. The data demonstrated agreement within 2% for most symmetric and asymmetric fields, although there is a slight breakdown for some larger wedge angles with larger field sizes. After verification, we now confidently use nonphysical wedges our daily radiation treatment.
II. METHODS AND MATERIALS
A. Varian enhanced dynamic wedge Nonphysical wedges are implemented on Varian LINACs as Varian enhanced dynamic wedges (EDWs). Varian uses the segmented treatment table (STT), which governs the position of the jaws with respect to the number of delivered monitor units (MUs). All treatment STTs are generated from a single energy-dependent STT known as the golden STT for the Varian EDW method. The golden STT is a transmission table that produces a maximum wedge angle. The concept is that an intermediate sized wedge may be produced by the linear combination of the distribution from an open field and a maximum wedge field. For Varian machines the maximum angle is 60°, varying from 10° to 60° in seven discrete angles (10°, 15°, 20°, 25°, 30°, 45°, and 60°).
B. The Siemens virtual wedge
Siemens introduced the virtual wedge (VW) to create wedge-like dose distribution for their LINACs. The basic dosimetric principles of the Siemens VW are presented by van Santvoort. (2) The jaw motion in the wedge direction can be analytically described by an exponential function (8) :
where MU(Y) is the number of monitor units given at position Y, MU(0) is the number of monitor units at the center of the Y-axis, c is the calibration factor, µ is the default mean linear attenuation coefficient, and α is the nominal wedge angle. One of the important features of the Siemens VW is that the wedge factor is designed to be 1.00±0.05. Unlike the Varian EDW, the Siemens VW gives the flexibility to plan with any wedge angle up to 60°. However, modeling on an arbitrary wedge angle is not supported by the ADAC Pinnacle RTP system. For both Varian and Siemens LINACs, the dynamic wedge is only implemented in the direction of Y-jaws with a maximum in Y-jaw field size of 30 cm. For each Y-jaw, the maximum open position is 20 cm, and the maximum to pass the central axis is 10 cm. Since only one jaw is employed in the wedge operation, the maximum range of the moving jaw is [-20, 10] cm.
C. ADAC Pinnacle RTP system
Pinnacle provides users with a flexible and optimal set of modeling and planning tools to incorporate dynamic wedges in the treatment-planning process. The relative dose modeling is based on the open-field model. The Varian or Siemens transmission array is generated using vendor-specific parameters given the desired wedge angle, energy, and jaw setting of the beam. The Varian transmission array is the golden STT, while the Siemens transmission array is the exponential function of Eq. (1). The transmission array is then modified by vendor-independent secondary effects, such as jaw transmission and head scatter. The dose computation is the combination of three processes: the open-field model, the transmission array, and the secondary effects. (10) Although the Siemens VW provides continuous wedge angle, ADAC Pinnacle only supports up to seven discrete wedge angles as defined by the Varian EDW.
D. Measurements
Measurements were performed on two Varian 21EX, three Varian 2100C, one Siemens Primus KD, and one Primus MD. The dynamic nature of nonphysical wedges requires the use of a linear array of detecting devices. A Wellhöfer 3D scanning water phantom system (Wellhöfer Dosimetrie, Schwarzenbruck, Germany), equipped with an ion chamber array detector (Wellhöfer CA24), was used to scan the dose profiles. The chamber array detector has 23 ion chambers spaced 2 cm apart in a linear fashion and an additional reference chamber. The special resolution can be obtained up to 5 mm by shifting the chamber array by specific spacing. Data presented in this study were measured at 0.5 cm to 1.0 cm spacing, depending on the field sizes. We also used a diode array detector (Profiler Model 1170) manufactured by Sun Nuclear (Sun Nuclear Corporation, Melbourne, FL) for our measurements and for verification. The spatial resolution of the diode array is fixed at 0.5 cm. Both array detector systems have the ability to acquire the beam data for nonphysical wedges and offer similar accuracy. The diode array has the advantage of using a solid water phantom. Point-by-point measurements were also performed using an ion chamber to generate and to check the wedge dose profiles.
For the commissioning, the minimum nonphysical wedge profiles required by the ADAC Pinnacle RTP system are as follows: 5 × 5 cm 2 , 10 × 10 cm 2 , and 20 × 20 cm 2 at depths of 5 cm, 10 cm, and 20 cm. No depth dose profiles are required. The output factors were measured by a Farmer-type ion chamber. Pinnacle requires the measurement of output on the depth of 10 cm only. All measurements were set at 100 cm source-to-surface distance (SSD). Usually we measure four or five wedge angles (10°, 15°, 30°, 45°, and 60°) to generate the seven discrete wedge angles. For data presented in this paper, the errors include the measurement error and the round-off error from the calculation. We use MU = 100 in the measurement and dose = 100 cGy for dose calculation. The ADAC dose round-off accuracy is about 0.5%.
III. RESULTS

A. Beam profiles
Beam profiles from nonphysical wedges were measured and compared with those from ADAC Pinnacle calculations. Figure 1 displays examples of dose profile comparisons for 6-MeV and 18-MeV photon beams of our Varian 21EX LINAC. The wedge angles are 10°, 30°, and 60°, and the measurement depths are 10 cm and 20 cm at field size of 15 × 15 cm and 100 cm SSD. The measured data are from the Sun Nuclear diode array. In general, we see good agreement with 2% or 2 mm between measured and calculated profiles. However, in one of our Varian 2100 measurements, the maximum difference was as high as 8% in the toe side of the wedge. The output from ADAC data usually rises higher in the last 0.5 cm of the toe. As seen in Fig. 1 , the areas under the wedges for measured and calculated profiles agree well, and the slight discrepancies seen in the edge of the toe are not considered to be a serious limitation of the system. For the Siemens VW, we used point-by-point measurements to check the profiles. We measured the output at 5 cm from the wedge center. As listed in Table 1 , all results agree within 2% between measured and calculated data. In Table 1 , 1VW and 2VW indicate that the wedge orientation is formed by making y1 or y2 dynamic jaws. However, similar to the Varian EDW, Moued (11) and Miften (12) point out there may be a difference of up to 6% in the toe region on larger fields and larger wedge angles. This may be caused by overestimation by the VM model of the dose in the toe region for these field and wedge combinations.
B. Wedge factors of symmetric fields
Similar to the wedge factor for physical wedges, the wedge factor (WF) of the nonphysical wedge is defined as the ratio of the dose measured on the central axis of the wedge field (D w ) to the dose for the open field (D) with the same energy, depth, field size, and MUs:
where α is the nominal wedge angle, d is the depth, s is the field size, and E is the nominal beam energy. The characteristics of an ideal dynamic wedge are a constant wedge factor as a function of field size, smoothly varying scatter factor with field size, the same percentage depth dose as open fields, and the ability to be used with asymmetric fields. As mentioned above, the Siemens VW has a wedge factor of close to unity. The WF of the Varian EDW, however, is a function of many parameters. Table 2 shows the calculated and measured WFs for 6-MeV and 18-MeV 21EX photon beams. The WFs were measured by a Farmer ion chamber in a solid water phantom set at a depth of 5 cm with 100 cm SSD. As shown in the table, all errors between measured and calculated data are within 2%. The measured data show that the WFs are strongly dependent on, but change smoothly with, field size (Y side). These data are in agreement with results from other publications. (5, 6) For lower photon energies and a larger wedge angle, the WF changes more dramatically. The WF of the EDW changes little with the depth because the hardness effect introduced by the nonphysical wedge is minimal. We found that the WF changes less than 2% when depth changes from 5 cm to 20 cm.
On the other hand, the Siemens VW, in principle, has a constant WF of unity. Results obtained from the Siemens machine are shown in Table 3 . We found that the WF is generally 1.00±2%. With a large field size and a 60° wedge angle, the WF is as high as 1.07, usually coming from 6-MeV beams. The divergence may be due to the additional scatter off the moving jaw as it travels across the beam portal. These effects are larger for large wedge angles and large field sizes compared with other setups. (12) C. Wedge factors of asymmetric fields Table 4 shows WFs from the Varian EDW results from asymmetric fields centered at different off-axis positions. The field sizes demonstrated are 5 × 5 cm, 10 × 10 cm, and 20 × 20 cm for 10°, 30°, and 60° wedges. All fields are asymmetric on Y jaws only. The displaced data in Fig. 2 demonstrate that the WF changes with off-axis distance, which represents the distance from the central axis along the Y direction. The data demonstrate that the WF is not only field-size dependent as in symmetric fields, but is strongly off-axis dependent as well. Since the field is not symmetric, the WF is also dependent on the wedge orientation. In general, the agreement between measured and calculated data is within 2%. However, a difference of up to 3% to 4% has been found, which is larger than that found in the data for symmetric fields. 
IV. CONCLUSION
The implementation of nonphysical wedges into an RTP system provides clinics with an effective tool for treatment planning and radiation therapy treatment. The use of such computer-controlled dose modulators requires accurate dose and wedge factor calculations.
